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Abstract: We present fiber-based polarization-sensitive swept-source
optical coherence tomography (SS-OCT) based on continuous source po-
larization modulation. The light source is a frequency swept laser centered
at 1.31 μm with a scanning rate of 20 kHz. The incident polarization is
modulated by a resonant electro-optic modulator at 33.3 MHz, which is
one-third of the data acquisition frequency. The zeroth- and first-order
harmonic components of the OCT signals with respect to the polarization
modulation frequency have the polarimetric information of the sample. By
algebraic and matrix calculations of the signals, this system can measure
the depth-resolved Jones matrices of the sample with a single wavelength
scan. The phase fluctuations of the starting trigger of wavelength scan and
the polarization modulation are cancelled by monitoring the OCT phase
of a calibration mirror inserted into the sample arm. We demonstrate the
potential of the system by the measurement of chicken breast muscle and
the volumetric measurement of an in vivo human anterior eye segment. The
phase retardation image shows an additional contrast in the fibrous tissue
such as the collagen fiber in the trabecular meshwork and sclera.
© 2008 Optical Society of America
OCIS codes: (170.4500) Optical coherence tomography; (170.3880) Medical and biological
imaging; (170.4460) Ophthalmic optics and devices; (260.5430) Polarization; (260.1440) Bire-
fringence; (110.4500) Optical coherence tomography.
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1. Introduction
Optical coherence tomography (OCT) is an interferometric imaging technique for the non-
invasive measurement of biological samples [1]. Recent developments in the spectral-domain
(SD) and swept-source (SS) OCT have dramatically improved the sensitivity [2, 3, 4]. Sub-
sequently, high-speed OCT systems have been demonstrated [5, 6, 7, 8, 9]. As a functional
extension of OCT, polarization-sensitive OCT (PS-OCT) has been developed to measure the
depth-resolved birefringence of biological tissues [10, 11]. PS-OCT has a unique and powerful
characteristic to detect and analyze fibrous tissues, e.g., retinal nerve fiber layer [12], collagen
fiber in skin [13] and cartilage [14], caries lesions [15] and skeletal muscle [16].
Several methods and algorithms have been developed for PS-OCT. Free-space PS-OCT with
a circularly polarized incident beam and polarization-sensitive detection is the simplest way to
detect the phase retardation and orientation of the sample [17]. The Mueller matrix or Jones
matrix represents complete polarimetric information of the sample, and they can be measured
using several different states of the incident polarization [18, 19]. Yasuno et al. first imple-
mented free-space PS-OCT with SD-OCT to measure the Mueller or Jones matrices of the
sample. [20, 21]. High-speed free-space PS-SD-OCT with a circularly polarized incident beam
has been demonstrated by Go¨tzinger et al. for retinal imaging [22]. To maintain the stable state
of polarization in PS-OCT systems, the optical components have to be fixed mechanically.
Therefore, free-space optical systems are more appropriate than optical-fiber-based systems.
Although the calculation of birefringence becomes simple, the flexibility of the measurement,
which is highly desired for medical examinations, is sacrificed.
In order to use fiber-optic components for PS-OCT, several algorithms have been developed,
for example, the Stokes vector method [23], algebraic manipulation method with polarization-
sensitive bulk optics in the sample arm [24], and Jones matrix method with sequential polar-
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ization modulation [25]. These methods require multiple depth scans with different incident
polarizations at the same position. This is because the first method needs to determine the ro-
tating plane of the Stokes vectors on the Poincare´ sphere, the second method needs to measure
sufficient depth scans for algebraic manipulation, and the third method needs to measure all the
complete four elements of a Jones matrix. This requirement results in a slower effective line
rate for the calculation of the birefringence.
To overcome this restriction of fiber-based PS-OCT, certain methods were developed. Jiao
et al. developed fiber-based PS-OCT with two superposed light sources [26] and continuous
polarization modulation [27] based on the time-domain OCT technique. Although fiber-based
spectral-domain or swept-source PS-OCT was recently developed to achieve high sensitivity
and resultant high imaging speed [28, 29, 30, 31, 32], only a system develeped by Oh et al.
[32] can measure birefringence of a sample with a single wavelength scan. The other fiber-
based spectral-domain or swept-source PS-OCT systems alter the incident polarization for each
depth scan. Therefore, the disadvantage of the line rate still remains. In the case of our previous
PS-SD-OCT system [31], since it utilized a phase modulation along the transversal scanning
direction, a displacement of the scatterer caused an artifitial birefringence [33], and it required
a highly dense transversal scan to maintain the correlation between adjacent depth scans.
In this paper, we present a fiber-based PS-SS-OCT system based on a novel algorithm using
continuous polarization modulation. The incident polarization is modulated at one-third of the
frequency of the data acquisition. It generates frequency-shifted OCT signals with respect to
the modulation frequency. Since this method can provide the Jones matrix of the sample with a
single wavelength-scan, our PS-SS-OCT system does not have the abovementioned limitations.
We describe the details of the system and theory in Section 2 and show the intensity, phase
retardation and orientation images of chicken breast muscle and an in vivo anterior eye segment
in Section 3.
2. System and theory
2.1. System configuration
Figure 1 shows the schematic of the system. The light source is a commercially available scan-
ning laser (HSL-2000, Santec, Japan). A standard SS-OCT system with this light source was
reported previously [34]. The light source sweeps the wavelength at a line rate of 20 kHz over
a span of 110 nm centered at 1.31 μm. The output power is 5.4 mW, and the lasing duty cycle
is 50%. The light is polarized by a linear polarizer (LP) at 90 ◦ and modulated by a resonant
electro-optic modulator (EOM) with an optic axis of 45 ◦ (EO-AM-R-033.3-C3, Nova Phase,
Inc). The EOM sinusoidally modulates the phase retardation between the horizontal and ver-
tical polarizations of light at a frequency of 33.3 MHz and a modulation amplitude of 2.405
radians. A function generator (33250A, Agilent Inc) and an RF amplifier (RFAMP-150, Nova
Phase, Inc) with a voltage gain of 25.5 dB drive the EOM. The modulated light is coupled to a
single mode fiber coupler. 10% of this modulated light is directed to the reference arm and 90%
to the sample arm. In the reference arm, in-line polarization controllers (PC) and an LP have a
role in obtaining a constant optical power and a constant state of polarization at the reference
arm independent of the incident polarization modulation by the EOM. For this purpose, a pho-
todetector connected to an oscilloscope in the reference arm monitors the optical power, and
is utilized in aligning of the PCs and LP. The reference light is then coupled to a polarization-
maintaining fiber (PMF). In the sample arm, 99% of the light illuminates the sample through
a two-axis galvanometer scanner and an objective lens with a 60 mm focal length. The theo-
retical transversal resolution at the focus is 32.2 μm. 1% of the probing light is directed to a
mirror in order to provide a calibration signal for the timing-phase difference between the EOM
and the data acquisition of each spectral acquisition. The details of this active calibration are
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Fig. 1. Schematic of the system. SS: frequency swept laser source, PC: in-line polar-
ization controller, LP: linear polarizer, EOM: electro-optic modulator, D: photodetector,
BS: nonpolarizing beamsplitter, PMF: polarization-maintaining fiber, PMC: polarization-
maintaining coupler, PBS: in-line fiber-optic polarizing beamsplitter, H ch.: balanced pho-
toreceiver of horizontally polarized light channel, V ch.: balanced photoreceiver of verti-
cally polarized light channel.
described in Section 2.3. Back-reflected light from the sample arm is coupled to the PMF. The
reference and sample beams are directed to a polarization-maintaining fiber coupler (PMC) and
interfered with each other. In-line fiber-optic polarizing beamsplitters (PBSs) are attached to the
two output ports of the PMC. The horizontally and vertically polarized signals are detected by
two balanced photoreceivers (Model 1817, New Focus, Inc.). The detected signals are bandpass
filtered from 300 kHz to 55 MHz and amplified electrically. A data acquisition board (Octopus
CS8349, Gage Applied Technologies, Inc.) acquires the data at 100 MS/s.
2.2. Principle of polarization-sensitive detection
In this subsection, we first describe the polarization in the system using the Jones formalism.
Then, we derive the birefringence of the sample. Although our method is similar to the methods
demonstrated previously [27, 31], there are several important different points. In order to avoid
the confusion, we explain the details thoroughly.
The phase modulation of the EOM is
ϕ = A0 sin(ωmt), (1)
where A0 = 2.405 radians and ωm is the frequency of the polarization modulation. The Jones
matrix of the EOM with the fast axis of π/4 can be written as
(
cos
ϕ
2 isin
ϕ
2
isin ϕ2 cos
ϕ
2
)
. (2)
By applying Eq. (2) to the Jones vector of the vertically polarized light, the Jones vector of the
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light after athe modulation by the EOM is derived as(
Hi
Vi
)
=
(
isin ϕ2
cos ϕ2
)
. (3)
We define the Jones matrix that accounts for the birefiringence of the fiber-optic components
and the sample as
Jall = JoutJsamJin =
( j1,1 j1,2
j2,1 j2,2
)
, (4)
where Jin is a Jones matrix from the EOM to the sample surface, J sam is a depth-dependent
double-pass Jones matrix of the sample, which we want to determine, and J out is a Jones matrix
from the sample surface to the PMC. The Jones vector of light from the sample at the PMC can
be represented as (
Hsam
Vsam
)
= Jall
(
Hi
Vi
)
=
( j1,2 cos ϕ2 + i j1,1 sin ϕ2j2,2 cos ϕ2 + i j2,1 sin ϕ2
)
(5)
The Jones vector of the reference light at the PMC can be represented as
Eref =
(
Href
Vref
)
=
(
Hr
Vr
)
e−i
ϕ
2 , (6)
where Hr and Vr represent the phase constants without the polarization modulation. The hori-
zontally polarized component of the interference signal of the reference and sample beams at
the detection arm is
Ih(t) = |Href|2 + |Hsam|2 + Href(t)H∗sam(t)+ c.c., (7)
where c.c. denotes the complex conjugate of the third term. The first and second terms are
suppressed by the balanced photoreceiver. The third and c.c. terms represent the OCT signal
and its mirror corresponds to the positive and negative frequency components of the spectral
interference signal. The path length of the reference arm is adjusted so that the positive and
negative frequency terms of the OCT signal do not overlap with each other in the axial depth
range. Therefore, we consider only the third term in the following equations. The detected
signal Ih(t) is Fourier transformed and rearranged as
˜Ih(t˜) = F [Href(t)H∗sam(t)] =
Hr
2
{F [ j∗1,2 − j∗1,1]+F [ j∗1,2 + j∗1,1]∗F [e−iϕ ]}, (8)
where ˜Ih denotes the interference part of the signal, t˜ is the Fourier conjugate of t, and F [·]
and ∗ denote the Fourier transform from time to its Fourier spectral domain and a convolution
operator, respectively. Here, we have to note that the spectral interference signal obtained is
not rescaled to the optical frequency domain. This is because the polarization modulation of
the probe beam is even in the sampling timing. The second term was shifted in the t˜ domain
because of the polarization modulation by the EOM. F [e−iϕ ] can be rearranged as
F [e−iϕ ] =
∞
∑
l=0
[
J2l(A0){δ (k−2lωm)+ δ (k + 2lωm)}
− J2l+1(A0){δ (k− (2l + 1)ωm)+ δ (k +(2l + 1)ωm)}
]
,
(9)
using the expansion of the Bessel functions to the trigonometric terms,
⎧⎪⎪⎨
⎪⎪⎩
sin[ϕ(t)] =
∞
∑
l=0
2J2l+1(A0)sin[(2l + 1)ωmt]
cos[ϕ(t)] = J0(A0)+
∞
∑
l=1
2J2l(A0)cos[(2l)ωmt]
(10)
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Fig. 2. Diagram of the detected signal after Fourier transform.
where the italicized capital letters J0(A0), J2l(A0), and J2l+1(A0) are the Bessel functions of the
first kind of the order of 0,2l, and 2l + 1, respectively. Since we set A 0 = 2.405 radians, the
zeroth-order Bessel function disappears, namely, J0(A0) = 0. Equations (8) and (9) suggest that
the zeroth (l = 0) and first (l = 1) order terms are distinctive in the Fourier-spectrum space, and
we can distinguish these two signals as
˜Ih0(z) =
Hr
2
( j∗1,2 − j∗1,1), (11)
˜Ih1(z) = −J1(A0)Hr2 ( j
∗
1,2 + j∗1,1), (12)
where ˜Ih0(z) and ˜Ih1(z) are the zeroth- and first-order horizontally polarized OCT signals, re-
spectively.
Figure 2 shows the schematic diagram of the detected signal in the Fourier-spectral domain.
Since the detected signals are of real values, the zeroth-order signal has positive and negative
frequency components close to the zero depth. The polarization modulation generates the ±
first-order signals with respect to the frequency of the EOM (the negative first-order signal is
not shown in Fig. 2). The zeroth- and first-order complex signals correspond to the first row
of the Jones matrix as shown in Eqs. (11) and (12). In the Fourier-spectral domain shown in
Fig. 2, they are windowed and extracted individually. The first-order signal is then shifted so
that the frequency of the polarization modulation is demodulated. The zeroth-order and the
shifted first-order signals are individually inverse Fourier transformed to the original detection
domain, which results in complex interference spectra. The real and imaginary parts of the com-
plex spectra of the zeroth- and first-order signals are individually rescaled in order to calibrate
the nonlinearlity of the frequency sweeping of the light source. Finally, two complex spectral
interference signals linearly tuned in the optical frequency are obtained.
When the path lengths of the PMF in the reference and sample arms are different, there
arises a difference between the path lengths of horizontally and vertically polarized OCT sig-
nals. This is because the refractive indices of horizontally and vertically polarized modes in
the PMF are different. It is compensated for by accuracy higher than a single pixel through the
numerical adjustment of the first-order dispersions to the horizontally and vertically polarized
spectra individually. The remaining path-length mismatch between the horizontally and verti-
cally polarized OCT signals results in the constant phase accounted by Hr and Vr. Hence, we
can safely ignore it, as described later.
The mismatch of the second-order dispersion between the reference arm and the sample arm
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is compensated numerically for all spectra. The compensated spectra are Fourier transformed,
and the depth-resolved signals ˜Ih0(z) and ˜Ih1(z) are obtained.
In our implementation, the signal stability of the first-order negative signal is higher than that
of the first-order positive signal because of the noise properties of the system. Therefore, the
zeroth- and first-order negative signals are used for the calculation.
Equations (11) and (12) are rearranged in order to obtain two elements of the Jones matrix
Jall as
Hr j∗1,1 = −
(
˜Ih0 +
˜Ih1
J1(A0)
)
, (13)
Hr j∗1,2 = ˜Ih0 −
˜Ih1
J1(A0)
. (14)
In the same manner, the other two elements of the Jones matrix can be calculated using the
vertically polarized signals as
Vr j∗2,1 = −
(
˜Iv0 +
˜Iv1
J1(A0)
)
, (15)
Vr j∗2,2 = ˜Iv0 −
˜Iv1
J1(A0)
. (16)
We obtain the Jones matrix Jmeasured by combining Eqs. (13), (14), (15), and (16) as
Jmeasured =
(
H∗r 0
0 V ∗r
)⎛⎝−
(
˜I∗h0 +
˜I∗h1
J1(A0)
)
˜I∗h0 −
˜I∗h1
J1(A0)
−
(
˜I∗v0 +
˜I∗v1
J1(A0)
)
˜I∗v0 −
˜I∗v1
J1(A0)
⎞
⎠ . (17)
We set the LP and PC in the reference arm in order to satisfy the condition |Hr| = |Vr|. Hence,
we can omit the amplitudes of the first matrix on the right-hand side of Eq. (17). It is arranged
as
Joffset =
(
1 0
0 eiγ
)
, (18)
where eiγ =  (V ∗r )−  (H∗r ). Joffset describes the constant phase offset between the horizontally
and vertically polarized signals due to an effect of the PMF in the reference and sample arms.
Equation (18) is clearly a unitary matrix. The measured Jones matrix can be described as
Jmeasured = JoffsetJall. (19)
Assuming that fiber-optic components have no diattenuation, J in and Jout can be charac-
terized as elliptic retarders, namely, unitary matrices. In order to compensate the effects of
the fiber-optic components, namely, J in,Jout and Joffset, we apply the matrix diagonalization
method developed by Park et al. [25] These procedures finally provide the phase retardation,
diattenuation, and relative orientation of the sample.
2.3. Calibration of phase fluctuation
Since the PS-SS-OCT is a phase-sensitive system, the phase fluctuation results in an artifact
of the measurement. The sources of the phase fluctuation are the jitter of the start trigger of
the wavelength sweeping generated by the light source, which we define as A-trigger, and
the asynchronous driving between the data acquisition and the polarization modulation by the
EOM. In this subsection, we describe how they affect the system and how they can be cancelled.
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The DAQ receives an A-trigger from the light source and starts the acquisition. The A-trigger
has a fluctuation in the timing because it is generated by a photodetector equipped with a nar-
row optical bandpass filter and is not sufficiently accurate to be synchronized with the timing
clock of the DAQ. The A-trigger fluctuation in successive depth scans causes the phase error
among the OCT signals that linearly increases to the axial depth. Both zeroth- and first-order
OCT signals are affected by the same phase error. Vakoc et al. have developed a method to
compensate the A-trigger fluctuation [35]. In their method, a calibration mirror in the sample
arm is used as a phase reference. We apply a modified version of their method to our system.
According to the shift theorem of the Fourier transform, the phase error can be written as
exp{−i2αzε(n)}, where α is the wavenumber-sweeping rate of the light source (−1.6 · 10 10
m−1s−1) and ε(n) is the acquisition timing offset of the n-th depth scan. The zeroth-order
horizontally polarized OCT signal ˜Ih0 is then rewritten as exp{−i2αzε(n)} ˜Ih0. The other OCT
signals ˜Ih1, ˜Iv0, and ˜Iv1 are also affected by the same phase fluctuation. From Eq. (17), the phase
error is common for all elements of Jall, namely,
J′measured = ei2αzε(n)Jmeasured = ei2αzε(n)JoffsetJall. (20)
Hence, the A-trigger fluctuation does not change any property of J ′measured in the sense of a
Jones matrix.
The second source of the phase fluctuation is the phase difference between the DAQ and
the EOM. The light source has a polygon mirror scanner and the EOM is driven by a resonant
electric circuit. Since these devices cannot be controlled externally during the resonant driving,
it is difficult to synchronize them. Therefore, they are not synchronized in our system. This
induces a phase offset to the polarization modulation. Equation (1) is rewritten as
ϕ ′ = A0 sin(ωmt − δ (n)), (21)
where δ (n) is the phase offset of the n-th depth scan. Subsequently, equation (8) is rewritten as
˜Ih(z) =
Hr
2
{F [ j∗1,2 − j∗1,1]+ eiδ (n)F [ j∗1,2 + j∗1,1]∗F [e−iϕ ]}. (22)
Equation (22) shows that the phase offset of the polarization modulation causes a depth-
independent phase offset of the first-order signal. From Eqs. (17) and (20), the measured Jones
matrix can be rewritten and rearranged to factorize the term involving δ (n) as
J′′measured = ei2αzε(n)Joffset
⎛
⎜⎜⎝
−
(
˜I∗h0 +
e−iδ (n) ˜I∗h1
J1(A0)
)
˜I∗h0 −
e−iδ (n) ˜I∗h1
J1(A0)
−
(
˜I∗v0 +
e−iδ (n) ˜I∗v1
J1(A0)
)
˜I∗v0 − e
−iδ (n)
˜I∗v1
J1(A0)
⎞
⎟⎟⎠
= ei2αzε(n)JoffsetJallJoffset2,
(23)
where
Joffset2 =
1
2
(
e−iδ (n) + 1 e−iδ (n)−1
e−iδ (n)−1 e−iδ (n) + 1
)
. (24)
Note that Eq. (24) is a unitary matrix.
Equation (23) shows that the A-trigger fluctuation and phase difference between the DAQ
and the EOM induce the depth-dependent global phase offset and the depth-independent uni-
tary matrix. They have limited effects to the measured Jones matrix, because they generate no
artifact after the matrix diagonalization for a single depth scan.
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If the sample has reflective surfaces and does not have scattering material, e.g., waveplates,
the sample birefringence can be calculated accurately for each depth scan without compensat-
ing the phase fluctuation. However, we have experienced that it is not always applicable for
biological samples. When the surface Jones matrix is extracted from each depth scan of the
biological sample, the speckle noise of the signal at the sample surface significantly degrades
the phase retardation and orientation images because of the failure of the matrix diagonaliza-
tion. In order to remove the artifact, previous reports applied averaging for the surface signals
[23, 31, 36, 37]. However, the averaging of the surface Jones matrices had not been possible
because of the phase fluctuation in our system. In addition, this phase fluctuation makes it im-
possible to remove the fixed pattern noise numerically. Therefore, we should compensate them.
To compensate the phase difference between DAQ and EOM, first we calculate the relative
phase difference of the OCT signals from the calibration mirror between the zeroth and n-th
depth scans,
ei{δ (n)−δ (0)} =
{
eiδ (n)e−i2αzε(n) ˜Ih1
e−i2αzε(n) ˜Ih0
}/{
eiδ (0)e−i2αzε(0) ˜Ih1
e−i2αzε(0) ˜Ih0
}
. (25)
The n-th depth scan is divided by Eq. (25) in order to eliminate δ (n) as
1
ei{δ (n)−δ (0)}
eiδ (n)e−i2αzε(n) ˜Ih1 = eiδ (0)e−i2αzε(n) ˜Ih1. (26)
To compensate the A-trigger fluctuation, we can use the zeroth-order calibration signal, be-
cause the zeroth-order signal is affected only by the A-trigger fluctuation. The counter phase
is generated based on the zeroth-order calibration signal and is applied to all the OCT signals
of ˜Ih0, ˜Ih1, ˜Iv0, and ˜Iv1. As a result, the zeroth- and first-order OCT signals are compensated as
exp{−i2αzε(0)} ˜Ih0 and exp{iδ (0)}exp{−i2αzε(0)} ˜Ih1, respectively.
In practice, the A-trigger fluctuation is greater than one sampling time of the DAQ, approx-
imately five sampling times (50 ns), due to the limited accuracy of the A-trigger generator
equipped with the light source. This results in the phase wrapping ambiguity of the correction
by the calibration mirror, because it locates at the deep position. Instead of a more accurate
but expensive A-trigger source, such as what uses a fiber Bragg grating, we use a fixed pattern
signal at a depth of 0.2 mm for a rough calibration of the A-trigger fluctuation. Subsequently,
we use the calibration mirror at the deep position (3.7 mm) for a fine calibration. This two-step
method can sufficiently calibrate the A-trigger fluctuation, which cannot be done with only a
single calibration signal.
We measured a static mirror as a sample to confirm the calibration of the phase fluctuations.
The probing light was attenuated by a neutral density filter. The galvanometer scanner was
turned off. The sample and calibration mirror were placed at depths of 1.9 mm and 3.7 mm,
respectively. The OCT signals ˜Ih0 and ˜Ih1 of the calibration mirror with signal-to-noise ratios
(SNRs) of 33.2 dB and 26.8 dB, respectively, were used to cancel the phase fluctuations. The
signal phases of 512 depth scans were acquired at the depth of the sample. The standard devi-
ations of the phases of ˜Ih0, ˜Iv0, ˜Ih1, and ˜Iv1 of the sample were 0.040, 0.042, 0.055, and 0.055
(rad) with SNRs of 41.4, 36.4, 32.1, and 33.8 (dB), respectively. The standard deviations of the
phase differences between two adjacent depth scans of ˜Ih0, ˜Iv0, ˜Ih1, and ˜Iv1 of the sample were
0.016, 0.023, 0.062, and 0.059 (rad), respectively. This result is within the same order as that
of the results of previous studies on phase-resolved SS-OCT systems [35, 38].
At this point, the phase fluctuations among each depth scan were cancelled, and only a con-
stant phase offset remains. Equation (23) becomes identical for all depth scans. As a result,
the effects of the phase fluctuations are cancelled by this calibration. After the calibration, the
surface Jones matrices are averaged and applied to all the depth scans in the process of matrix
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diagonalization. The spectra of the fixed pattern noise are obtained by averaging the spectra of
˜Ih0, ˜Ih1, ˜Iv0, and ˜Iv1 individually, and the former spectra are removed from the original spectra.
The schemes of the signal processing of PS-SS-OCT is summarized in a diagram shown in
Fig. 3.
3. Results
3.1. Measurements of a quarter-wave plate and linear polarizer
In order to test the system after the calibration, a quarter-wave plate (QWP) and an LP
(WPQ05M-1310 and LPNIR050, Thorlabs, Inc.) were measured individually. The orientation
was rotated from 0◦ to 180◦ with a 10◦ increment, and 128 depth scans were averaged for each
measurement. Figures 4 (a) and (b) show the double-pass phase retardation of the QWP and the
double-pass diattenuation of LP, respectively. The averaged double-pass phase retardation of
the QWP was 174±2◦ and the averaged double-pass diattenuation of the LP was 0.97±0.01.
They were slightly lower than the expected values because of the wrapping effect of the noise
near the edge of the range. The orientation relative to 0 ◦ is shown in Fig. 4 (c). The least squares
fitted slopes of the QWP and LP were 0.99±0.01 and 0.97±0.01, respectively. The expected
and measured orientations were in good agreement.
3.2. Measurements of biological samples
To demonstrate the potential of the system, we performed an in vitro measurement of chichen
breast muscle. The intensity, phase retardation, and orientation images are shown in Fig. 5. A
transversal scanning range of 1.6 cm was imaged with 512 axial scans. The intensity image
with polarization diversity was calculated as 20log
{(| ˜Ih0|+ | ˜Iv0|)}. The fixed pattern noise,
including the calibration mirror, was obtained by averaging the spectra in a B-scan image and it
was removed from the image. Since the averaged surface Jones matrix was used as a reference
to cancel the birefringence of the fiber-optic components, the phase retardation was zero at the
surface of the B-scan. The phase retardation cyclically changed along the depth. The orientation
had abrupt 90◦ shifts due to the phase wrapping at 180◦ phase retardation [39]. These images
indicate that the system can measure the birefringence of the biological sample in the entire
imaging range.
An in vivo human anterior eye segment was imaged by the system. Figure 6 shows the hori-
zontally scanned images of the anterior chamber angle at the temporal side of an in vivo human
right eye. The transversal scanning range of 5.0 mm (horizontal) × 4.7 mm (vertical) was im-
aged with 512 × 237 depth scans, where the fast scan was oriented in the horizontal direction
and the slow scan in the vertical direction. The intensity image showed the corneal limbus, ante-
rior chamber angle, iris, and sclera. The phase retardation was almost zero at the surface of the
sample, except low-SNR region at the cornea. The non-zero phase retardation at the surface of
the cornea was caused by the noise of the measured Jones matrix. The phase retardation image
showed a highly birefringent area with approximately total 2π phase retardation (arrow). This
feature was maintained in all the B-scans. According to our anatomical knowledge, we believe
that this area corresponds to the trabecular meshwork, which has an important role in draining
the aqueous flow. The cumulative phase retardation of the cornea and trabecular meshwork was
projected on the iris. The projected phase retardation did not change in the iris, except in the
iris pigment epithelium (IPE). The phase retardation of IPE was random and not consistent
with the above region of the iris. The random appearance of birefringence, i.e., the so-called
polarization scrambling, was clearly visible in the movie because the phase retardation did not
have a correlation among the successive frames. Scleral birefringence was clearly observed in
all the B-scans. These features of the phase retardation are in good agreement with those of a
previous study conducted by Pircher et al. using time-domain PS-OCT [40].
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Fig. 3. Flowchart of the data processing. Since the process of the vertically polarized chan-
nel is almost the same as that of horizontally polarized channel, its description is abbrevi-
ated.
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Fig. 4. (a) Double-pass phase retardation of the QWP, (b) double-pass diattenuation of the
LP, and (c) relative orientation of the QWP and LP.
Fig. 5. Intensity (upper), phase retardation (middle) and orientation (lower) images of the
chicken breast muscle. The image size is 1.6 cm (transversal) × 4.0 mm (axial) in air. The
phase retardation image and the orientation image are indicated in gray scale from black
(0◦) to white (180◦ and 90◦, respectively).
(C) 2008 OSA 14 April 2008 / Vol. 16,  No. 8 / OPTICS EXPRESS  5904
#92281 - $15.00 USD Received 30 Jan 2008; revised 22 Mar 2008; accepted 8 Apr 2008; published 11 Apr 2008
Fig. 6. Intensity (upper left), phase retardation (upper right) and orientation (lower right)
images of the in vivo human anterior eye segment. The size of the images was 5.0 mm ×
3.9 mm in air. (14.6 MB version).
4. Discussion
Our PS-SS-OCT system can measure the Jones matrices of the sample with frequency multi-
plexing of the polarization modulation. The algorithm was similar to the time-domain PS-OCT
with continuous source polarization modulation [27] and the PS-SD-OCT with B-scan-oriented
polarization modulation [31], except the frequency multiplexed detection of two polarization
channels based on the continuous polarization modulation.
In our PS-SS-OCT system, the polarization-modulated light was fed into both the reference
and sample arms. A different optical configuration would be possible by inserting the EOM
into the sample arm. In this case, the same algorithm is applicable if we double the modulation
voltage applied to the EOM. Although we have not employed this configuration due to a lim-
itation in the RF amplifier, it is beneficial because the calibration of the PC and monitoring of
the optical power in the reference arm are not required.
In the current setup, the depth range was shortened to one-third of the conventional SS-OCT.
A direct method for extending the depth range is to increase the sampling frequency of the AD
conversion. The other way is to optimize the modulation frequency. We can set the frequency
of the polarization modulation at the Nyquist frequency of the data aquisition and suppress the
first-order positive frequency image by a sharp electric low-pass filter. The remaining first-order
negative frequency image can be used for processing the Jones matrix. With this configuration,
the depth range can be extended up to half of what is achieved by the conventional SS-OCT. In
this study, we use a sufficient margin to measure the entire first-order OCT signal.
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When the sample is illuminated by 2.0-mW probing light and the backscattered light from
the sample is evenly detected by the two photodetectors, the theoretical shot-noise-limited sen-
sitivity [7] without polarization modulation is 115.2 dB. Assuming that there is no birefrin-
gence of the fiber-optic components and the sample and no phase fluctuation, the sensitivity
of the zeroth-order OCT signal drops at -6 dB, which results in a sensitivity of 109.2 dB. The
measured sensitivity is 101.7 dB at the depth of 566 μm. A dominant factor of the difference
between the theoretical and measured values was probably the relative intensity noise due to an
incomplete suppression by the balanced detection [41].
5. Conclusion
We have demonstrated that fiber-based PS-SS-OCT can be performed with continuous source
polarization modulation. By extracting the zeroth-order and first-order OCT signals with re-
spect to the frequency of the polarization modulation, the Jones matrix of the sample is meas-
ured with a single depth scan. The calibration method for canceling the phase fluctuations from
the A-trigger and the timing between the data acquisition and the polarization modulation has
been developed. The imaging of the anterior eye segment shows the ability of PS-SS-OCT to
provide additional contrast that could not be imaged by conventional SS-OCT.
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